OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION
Toxicology Section/Breath Alcohol Program Brw-003

INTOXILYZER® 8000 INITIAL INSPECTION

Intoxilyzer® 8000 Serial Number: 80”’ OO éé 8 7

A. GENERAL Setup and Checks:

1. X Power On
KiS min. countdown during initial warm-up
E’J min. countdown to begin test after standby mode

2. A Display Intensity (Ctrl + 1 or |)

3. Password Security: :
& Level 1 (Operator) /&Level 2 (Field Inspector) %Level 3 (Lab Personnel)

4. X Printer Setup (Level 3,S,P)

5. [ Forms Load (CMI, Inc., CoBrA Software)

B. LEVEL 1 Setup and Checks:
1. Xnternal Printer Test and Paper Feed (Level 1,P). Attach record.
2. ﬁ\Extemal Printer Test (Level 1,P). Attach record.
3. Barcode Reader (Level 1,B):
@\'Operator ID MND License NR key: Refusal. Attach record.

C. LEVEL 2 Setup and Checks:
1. I Continuous Air Blank (Level 2,A)
2. X Diagnostic (Level 2,D). Attach record.
3. K(Prelim Data Entry (Level 2,E)
4. Ser Number/Version Info (Level 2,V): , .
Inst Ser#: _50-0066 & DSP Ver: [Bed-1Y
Core Ver: /6. /Y CPLD Ver: 4

D. LEVEL 3 Setup and Checks:
1. DVM Monitor (Level 3,D.D): 3: [R7R7 s« O ¢ 740
9:/3175 s O B_¥s5 O
(RFI indicator with keyed radio): [

2. Function (F) Keys: : [ | F5 — Tone ‘gﬁg - Fan
F6 — Green LED 10 = Pump
K7~ Red LED IXF11 - Solenoid

3. Atmospheric Monitor (Level 3,D,A): Atmo Sensor, P: 91«2 / CF: / .0 2

4. Flow Monitor (Level 3,D,F): Flow Sensor, R: X&X  F: 0.000 |Js
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OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION
Toxicology Section/Breath Alcohol Program

5. Temperature Monitor (Level 3,D,T): C: 7;70 A: €70

BrW-003
O 0

B. 5.0 v 0.0

. Tank Monitor (Level 3,D,G): P (display): /529 psi P(gauge):”7§/() psi

6
7. X General Setup (Level 3,S,G)
8. Configure Start Test (Level 3,S,T)
9. Network (Level 3,S,N)

E. TESTS (attach all test records):

Configure wet bath simulator standards before running tests (Level 1,8):

1. Zero AC (Level 1,C):
Simser#: MP30Ls/ Lot#: Mius ﬁ/é\d Exp date:
Knownvalue: 0.080 AC
Results: 4-000 AC O.000 AC O.0060 AC
2. Low AC (Level 1,C):
Simser#: MFf3060 Lot#: Hol507F Expdate:
Known value: ©0:0Z¢ AC
Results: _©.020c AC _8:.02¢c AC 0.028 AC
3. High AC (Level 1,C):
Simser#: _/MpP 3063 Lot#: /b /IPZA  Exp date:
Known value: @, $POAC ]
Results: 0.393 AC 0.39Y AC ©.39% AC

Configure dry gas standard before running tests (Level 1,S):
4. Ethanol + 0.05% Acetone (Level 1,B): =
Simser#: DR5 /3 S Lot# ICS"'#{V Exp date:

Known value: O-LOAC +~ .05/ /%@f/v—awga

MA

7/28/17

3//&%/ /8

9/9/17

kaisplay reads “Interferent Detect”

5. Acetone (Level 1,B):
Simser#: DRS5/43 Lot#: ACER Exp date:
Knownvalue: __ @, OS ¥ ACETONE.

9z 9‘// 7

X Display reads “Interferent Detect”

6. Methanol (Level 1,B):
Simser#. DR3377 lot# /MET Z Exp date:
Known value: @48 %% MET2IAOL

9/29/)7

X Display reads “Interferent Detect”

7. Isopropanol (Level 1,B):
Simser#: DR3Y453 lLot# [FPAR Exp date:
Knownvalue: _ 0-7/0% T <SofRoPA Ol

%2‘{//7

ﬁDisplay reads “Interferent Detect”
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OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION
Toxicology Section/Breath Alcohol Program

BrwW-003

8. ﬂAmbient Fail (Level 1,B): Display and test record read correct.
9. E Invalid Sample (Level 1,B): Display and test record read correct.
10. 04 Sequence Aborted (Level 1,B): Display and test record read correct.

11.]K ABA (Level 1,B): Test record reads correct.

12X Calibration Check Out of Tolerance (CMS mode): Display and test record

read correct.

13. X RFI Detected (B,C, or CMS mode): Display and test record read correct.
14. M Tank Pressure Below Minimum (CMS mode): Display reads correct.

15.)X Deficient Samples (CMS mode): Display and test record read correct.
16. X\ Improper Sample (CMS mode): Display and test record read correct.

17 XX Difference Too Great (CMS mode): Display and test record read correct.

18.[ CMS (CMS mode): Test record reads correct.

19. Stability Test (Level 3,T,S):

~ &8
Ave: 0,08/, StdDev: @ 0005 Rel Std Dev: 0-6RY%

Maintenance/Repairs/Notes:

¥ Instrument is acceptable to be used in the field.

(k£

Fietd Inspector's Signature

Do Shasase

Reviewed by

12/16
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r Test Record and Checklist
ab Div., Bismarck, ND 58501

Intoxilyzer
‘a Hodel 8000
LQLctLﬂ = 700

132172017

fxkxkxkx Printer Test fkxkkrrxx

12 char/line
abcdefghi jkl
ABCDEFGHIJKL

16 char per line
abcdefghi jklmnop
ABCDEFGHI JKLMNOP

21 chars per line
abcdefghi jKImnoparstu
ABCDEFGHI JKLMNOPGRSTU

24 characters per line
abcdefghi jk1mnopgrstuvux
ABCDEFGHI JKLMNOPGRSTUUMX

32 characters per line
abcdefghi jkimnoparstuuwnxyz123456
ABCDEFGHI JKLMNOPQRSTUUKXYZ123456

characters per line
abcdefghi J(lnwopﬂrstuunx,zi23456789855cdef
RBCOEFGH] JKLINOPORSTUUXYZ1 23456783 0ABCDEF

Current Instrument Setup

Data Entry Hode: Enabled
Start Test Sequence: [ABACARA
Display Prelin Rsit?  Yes
Display Third Digit?  Yes
Inhib Printer{Y/N}? No
Display Uolume? No
Disable On Memfull? Yes

# of Print (opies? |

Select Std (Q//137 Ory

Standard Ualue? 8,080
Standard Lot #? 1731608082
Standard Cyl #2 2
Standard Expiration?  08/05/2018
Gper No? 866666
Fiow Cal. Date: 19/06/2018
Slope 697
intercept 685849

alibration Date: 19/8672016

]
Q -
(S

IR

[ee)

A
Oth Cosf(xi003:  -14%68 -215¢6
Ist Coef(x100); 263834 133393
ond Coef(x1001: 272! 1501
H20 adilng/ X106 582 571

xkxxexkrxkx Test End sxdRckrkxks

7
7/ /‘W
i’w

Operator Signature
CHARLES EDER

Remarks: ﬁ 7@4/ //M
155:3”’/:/17 7Z{;- 3;72;;i35::j7l{'—'—

Form 106-18000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/21/2017 16:38

Alcohol Analyzer

*kkkkkkkkk*kk* Printer Test ***xxkkkkdkdik

abcdefghijklmnopgrstuvwxyz1234567890-= |
ABCDEFGHIJKLMNOPQRSTUVWXYZ ! @#S$% " &* () +7?

abcedefghijklmnopgrstuvwxyz1234567890-=|
ABCDEFGHIJKLMNOPQRSTUVWXYZ ! @#$%7&* () _+?

Current Instrument Setup

Data Entry Mode: Enabled

Start Test Sequence: DABACABA

Display Prelim Rslt? Yes

Display Third Digit? Yes

Inhib Printer (Y/N)? No

Display Volume? No

Disable On Memfull? Yes

# of Print Copies? 1

Select Std (D/W/I)? Dry

Standard Value? 0.080

Standard Lot #? 17316080A2

Standard Cyl #? 26

Standard Expiration? 08/05/2018

Oper No? 666666

Flow Cal. Date: 09/06/2016

Slope 697

Intercept -689849

IR Calibration Date: 09/06/2016
3um Sum

0th Coef (*100) : -14968 -21526

1st Coef (*100) : 263834 133395

2nd Coef (*100) : 2721 1501

H20 adj (mg/1*10k): 582 571

kkkkkrkkk*k* Printer Test End **xkkkdkkdkkk

[ i

Operator Signature
CHARLES EDER

Remarks: lfi;%7f265é?/€/>zyzz
Feiw7 TEST

Form 106-18000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/21/2017 16:39
Test AC Time
01 Room Air 0.000 16:40
02 *Subject Test REF* 16:40
03 Room Air 0.000 16:41

*Subject Test Refused

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = R KEY REFUSAL
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

gy

Operator Signature
CHARLES EDER

Remarks: ;27 f<1§7?//
KesusAr

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/21/2017 16:41
DIAGNOSTIC

Voltage/Current Test Pass
RAM Test Pass
EEPROM Checksum Test Pass
Real Time Clock Test Pass
DSP Test Pass
Analytical Stability Test Pass
Modem Test Pass
Temp Regulation Test Pass
Oper No. = 666666

A

Operator Signature
CHARLES EDER

s D petlos e

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 10:26

WET CAL CHECK

Test AC Time
01 Room Air 0.000 10:26
02 Std. Sol. 0.000 10:27
03 Room Air 0.000 10:28
04 std. Sol. 0.000 10:28
05 Room Air 0.000 10:29
06 Std. Sol. 0.000 10:29
07 Room Air 0.000 10:30

08 Sim Temp = 34.0°C

Simul Ser No = MP3064
sStd Sol No = MILLIQ H20
County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: d_,‘ 9 OO A@
2 [0 M’

Form 106-I8000




Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 10:33

WET CAL CHECK

Test AC Time
01 Room Air 0.000 10:33
02 std. Sol. 0.020 10:34
03 Room Air 0.000 10:34
04 std. sol. 0.020 10:35
05 Room Air 0.000 10:36
06 Std. Ssol. 0.020 10:36
07 Room Air 0.000 10:37

08 Sim Temp = 34.0°C

Simul Ser No = MP3060
Std Sol No = 201507F
County = 08 Oper No. = 666666

[l

Operator Signature
CHARLES EDER

Remarks: L”"‘/ /4@-
O. 020 AC -

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 10:45

WET CAL CHECK

Test AC Time
01 Room Air 0.000 10:45
02 std. Sol. 0.393 10:46
03 Room Air 0.000 10:47
04 sStd. Sol. 0.394 10:47
05 Room Air 0.000 10:48
06 sStd. Sol. 0.394 10:49
07 Room Ailr 0.000 10:49

08 Sim Temp = 34.0°C

Simul Ser No = MP3063
Std Sol No = 16102
County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: /%Z>éﬁ44 #Qil.
J. o0 AT~

Form 106-18000




Intoxilyzer Test Record and Checklist
NDCAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 10:51
Test AC Time
01 Room Air 0.000 10:52
02 *Subject Test INT* 10:53
03 Room Air 0.000 10:53

*Tnvalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = INTERFERENT
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

(lail 2z

Operator Signature
CHARLES EDER

Remarks: ¢;Z;;;ﬂéé%;ﬁégéééa/%%£—-
0. /OAC + 0. 057w AQCETINE

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 10:58
Test AC Time
01 Room Air 0.000 10:58
02 *Subject Test INT* 10:59
03 Room Air 0.000 10:59

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = INTERFERENT
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

e AL

Operator Signature
CHARLES EDER

Remarks: L@/%/&ﬂ(\

0.08 7 ACETDME

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 11:00
Test AC Time
01 Room Air 0.000 11:00
02 *Subject Test INT* 11:01
03 Room Air 0.000 11:02

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = INTERFERENT
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666
Operator Signature

N
CHARLES EDER
Remarks: %é/%/‘% 2 7j

0. 10w IHWETAHANO,

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 11:02
Test AC Time
01 Room Air 0.000 11:02
02 *Subject Test INT* 11:03
03 Room Air 0.000 11:04

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUIL Cit = INTERFERENT
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

ok £

Operator Signature
CHARLES EDER

Remarks: ::Z;;;fé;/

0.10% LsoprRofd=/0/

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 11:05
Test AC Time
01 Room Air AMB* 11:06
02 Room Air 0.000 11:07

*Invalid Test
Check Ambient Conditions

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = AMBIENT FAIL
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

ol £ 27

Operator Signature
CHARLES EDER

e
Remarks: /442%7A§/ZE;L{7~‘/szi/eﬁ,

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 11:08
Test AC Time
01 Room Air 0.000 11:08
02 Invalid Sample X. XXX 11:09
03 Room Air 0.000 11:10

*Invalid Test - Mouth Alcochol

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = INVALID SAMPLE
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: ;:zt:k/b€a£4’27 ;5;4747/62451’

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 11:11
Test AC Time
01 Room Air 0.000 11:11
02 *Subject Test ABT* 11:12
03 Room Air 0.000 11:12

*Sequence Aborted

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982
Sub Sex = Female Weight = 150
Test = DUI Cit = SEQUENCE ABORT

Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

S
Operator Signature
CHARLES EDER

Remarks: ;SZ%Z;Z{&%&é:éi
Agorenen

Form 106-18000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 11:15
Test AC Time
01 Room Air 0.000 11:16
02 Subject Test 1 0.010 11:16
03 Room Air 0.000 11:16
04 Reported AC 0.010 11:16

No RFI Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = ABA TEST MODE
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

(Ul E

Operator Signature
CHARLES EDER

Remarks: %A— o D=

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 11:17
Test AC Time
01 Diagnostic OK 11:18
02 Room Air 0.000 11:19
03 Subject Test 1 0.000 11:18
04 Room Air 0.000 11:22
05 Std. Gas 0.089%* 11:24
06 Room Air 0.000 11:24

*Cal Check Out of Tolerance

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = CAL CHK OUT TOL
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

I 7

Operator Signature
CHARLES EDER

v, :
Remarks: (i:z;}é;/kékf>§?77jzﬁ/b/ (:;;EQZAZ
Ot oF Tolérar/CE.

Form 106-18000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 12:35
Test AC Time
01 Diagnostic OK 12:36
02 Room Air 0.000 12:36
03 Subject Test 1 0.146 12:37
04 Room Air 0.000 12:39
05 std. Gas 0.081 12:40
06 Room Air 0.000 12:42
07 *Subject Test RFI* 12:42
08 Room Air 0.000 12:42

*Tnvalid Test
Inhibited - RFI

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = RFI DETECTED
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

Operator Signature
CHARLES EDER

Remarks: ;%?;%jif ;szi7rzzc:7rzfiz>

Form 106-18000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 12:43
Test AC Time
01 Diagnostic OK 12:44
02 Room Air 0.000 12:45
03 *Subject Test 0.000%* 12:48
04 Room Air 0.000 12:50
05 Std. Gas 0.081 12:51
06 Room Air 0.000 12:52
07 *Subject Test 0.000% 12:55
08 Room Air 0.000 12:56

No RFI Detected

*Deficient Sample -~ Value Printed was
Highest Obtained

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = DEFICIENT SAMP
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

20 minute waiting period ascertained? Y
Clean Mouthpiece used and disposed? Y
Clean Mouthpiece used and disposed? Y

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

A

Operator Signature
CHARLES EDER

Remarks: _j:%f$‘:7£37225bf7"
Sl ES

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 12:57
Test AC Time
01 Diagnostic OK 12:58
02 Room Air 0.000 12:58
03 Subject Test 1 0.145 12:59
04 Room Air 0.000 13:01
05 std. Gas 0.082 13:02
06 Room Air 0.000 13:03
07 Reference IPS* 13:03
08 Room Ailr 0.000 13:04

*Improper Sample

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = IMPROPER SAMP
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

oy

Operator Signature
CHARLES EDER

Remarks: ;:zz;;;;/a/%;zzﬁvfﬂ

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer

North Dakota Model 8000 SN 80-006687

Location = TOXL 8164.14.00 09/16
03/22/2017 13:05
Test AC Time
01 Diagnostic OK 13:06
02 Room Air 0.000 13:06
03 Subject Test 1 0.145%* 13:07
04 Room Air 0.000 13:10
05 Std. Gas 0.081 13:11
06 Room Air 0.000 13:12
07 Subject Test 2 0.100%* 13:13
08 Room Air 0.000 13:14
*Difference Too Great

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = DIFF TOO GREAT

Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

Operator Signature
CHARLES EDER

Remarks: :Z:%,;:}£Zf:é?2§%u/<fffl. (7723%5
NLEAT

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 15:09
Test AC Time
01 Diagnostic OK 15:10
02 Room Air 0.000 15:11
03 Subject Test 1 0.000 15:11
04 Room Air 0.000 15:13
05 Std. Gas 0.082 15:14
06 Room Air 0.000 15:16
07 Subject Test 2 0.000 15:16
08 Room Air 0.000 15:18
09 Reported AC 0.000 15:11

Difference OK
No RFI Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = CMS MODE
Dr. Lic. = ND/DIS821456

Lot No = 17316080A2

Cyl No = 26

Expiration Date = 08/05/2018

County = 08 Oper No. = 666666

20 minute waiting period ascertained? Y
Clean Mouthpiece used and disposed? Y
Clean Mouthpiece used and disposed? Y

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

e
4
"

Operator Signature
CHARLES EDER

Remarks: Cij;???:sﬁ //4%76242552_

Form 106-18000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006687
Location = TOXL 8164.14.00 09/16
03/22/2017 13:16
Test AC Time
01 Room Air 0.000 13:16
02 Std. Gas 0.081 13:17
03 Room Air 0.000 13:17
04 Std. Gas 0.082 13:18
05 Room Air 0.000 13:18
06 std. Gas 0.081 13:19
07 Room Air 0.000 13:19
08 std. Gas 0.082 13:19
09 Room Air 0.000 13:20
10 std. Gas 0.082 13:20
11 Room Air 0.000 13:21
12 Std. Gas 0.082 13:21
13 Room Air 0.000 13:22
14 Std. Gas 0.082 13:22
15 Room Air 0.000 13:23
16 Std. Gas 0.081 13:23
17 Room Air 0.000 13:23
18 8std. Gas 0.082 13:24
19 Room Air 0.000 13:24
20 std. Gas 0.081 13:25
21 Room Air 0.000 13:25
22 8std. Gas 0.081 13:25
23 Room Air 0.000 13:26
24 sStd. Gas 0.082 13:26
25 Room Air 0.000 13:27
26 Std. Gas 0.081 13:27
27 Room Air 0.000 13:28
28 Std. Gas 0.082 13:28
29 Room Air 0.000 13:29
30 std. Gas 0.081 13:29
31 Room Air 0.000 13:29
32 std. Gas 0.082 13:30
33 Room Air 0.000 13:30
34 std. Gas 0.082 13:31
35 Room Air 0.000 13:31
36 Std. Gas 0.081 13:32
37 Room Air 0.000 13:32
38 Std. Gas 0.082 13:32
39 Room Air 0.000 13:33
40 Std. Gas 0.082 13:33
41 Room Air 0.000 13:34
42 Cal Check Stats:
43 Average 0.0816
44 8Std Dev 0.0005

45 Rel 8td Dev 0.62%
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CHARLES EDER
Remarks: 5’}77’5/ Ly77 7/’13:57’
0.080 Ac

Form 106-I8000
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cies ORE

Fp: 45/05 20/8



